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PREFACE 

The  work  reported  herein  was  conducted  by  the  Arnold  Engineering  Development 
Center  (AEDC),  Air  Force  Systems  Command  (AFSC),  at  the  request  of  the  AEDC  Test 
and  Technology  Divisions  under  Program  Element  65807F.  The  Air  Force  Project 
Manager  was  A.  F.  Money.  The  results  of  the  test  were  obtained  by  ARO,  Inc., 
AEDC  Division  (a  Sverdrup  Corporation  Company),  operating  contractor  of  AEDC, 
AFSC,  Arnold  Air  Force  Station,  Tennessee.  The  testing  was  done  under  ARO  Project 
No.  P41S-04A.  The  manuscript  was  completed  (under  ARO  Project  No.  P32A-G1A)  in 
September  1977  and  submitted  for  publication  on  November  18.  1977. 
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1.0  INTRODUCTION 

The  determination  of  engine  inlet  and  nozzle  performance  is  an  integral  part  of  the 
development  program  for  modern  weapons  systems.  In  recent  years  several  wind  tunnel 
tests  have  been  conducted  at  AEDC  to  determine  nozzle  afterbody  pressure  drag  for 
various  systems.  A comprehensive  program  was  also  conducted  at  the  AEDC  to 
investigate  various  aspects  of  problems  associated  with  nozzle/'afterbody  (NAB)  testing  in . 
the  transonic  flow  regime.  A particular  objective  of  this  program  was  to  evaluate  the 
effect  of  Reynolds  number  on  nozzle  afterbody  pressure  drag. 

To  support  the  program  for  improving  NAB  test  techniques,  tests  were  conducted  in 
the  AEDC  Propulsion  Wind  Tunnel  (16T)  to  determine  the  tunnel  calibration  and 
centerline  Mach  number  distributions  at  various  test  section  wall  porosities.  Limited  data 
were  obtained  to  provide  an  indication  of  the  effects  of  Reynolds  number  on  the  tunnel 
calibration.  Early  calibration  experience  in  Tunnel  16T  indicated  that  Reynolds  number 
did  not  have  a significant  effect  on  the  Mach  number  distributions.  As  a consequence, 
stagnation  pressure  has  usually  not  been  selected  as  a variable  during  tunnel  calibration. 
The  results  of  the  porosity  calibration  are  presented  in  Ref.  1.  Those  results  indicated 
that  at  Mach  numbers  of  0.6  and  0.8  the  calibrated  Mach  number  varied  slightly  (less 
than  0.001  per  million)  with  increasing  Reynolds  number.  For  six-percent  porosity  and  at 
all  Reynolds  numbers,  however,  the  Ref.  1 calibrated  Mach  number  agreed  within  ±0.002 
with  the  calibration  reported  in  Ref.  2.  Considering  the  small  effects  of  Reynolds  number 
and  in  lieu  of  a complete  calibration,  the  use  of  the  Ref.  2 calibration  for  tunnel 
operation  was  continued. 

Following  the  conduct  of  the  Ref.  1 calibration,  data  presented  in  Ref.  3 
precipitated  a more  indepth  analysis  of  the  effects  of  Reynolds  number  on  the  tunnel 
calibration.  This  analysis  revealed  that  a 0.2-percent  error  in  static  pressure  attributed  to 
use  of  the  Ref.  2 calibration,  which  neglects  the  effects  of  Reynolds  number,  could  cause 
a 70-drag-count  (based  on  model  maximum  cross-sectional  area)  error  in  nozzle  afterbody 
drag  at  M^  = 0.6  and  Re  = 5.0  x 1 06 /ft.  As  a consequence  of  these  results,  a test  was 
conducted  to  determine  more  accurately  the  effects  of  Reynolds  number  variation  on  the 
Tunnel  16T  calibration. 

During  the  Reynolds  number  calibration,  centerline  Vlach  number  distributions  were 
obtained  at  Mach  numbers  from  0.2  to  1.6  and  for  Reynolds  numbers  from  about  0.4  to 
6.4  x ] 06 /ft.  The  effects  of  tunnel  pressure  ratio  and  test  section  wall  angle  on  the 
tunnel  calibration  and  power  consumption  were  also  determined.  The  results  of  this 
calibration  are  presented  in  this  report.  The  results  of  the  Reynolds  number  calibration 
were  utilized  to  correct  previous  AEDC  nozzle  afterbody  test  data. 
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Typical  data  corrections  are  illustrated  in  Appendix  A.  The  results  of  the  Reynolds 
number  calibration  were  also  incorporated  into  a computer  program  for  utilization  during 
Tunnel  16T  operation. 


2.0  APPARATUS 


2.1  TEST  FACILITY 

The  PWT  16-ft  Transonic  Wind  Tunnel  (Propulsion  Wind  Tunnel  (16T))  is  a 
continuous  flow,  closed-circuit  tunnel  which  can  be  operated  at  Mach  numbers  from  0.2 
to  1.6.  The  tunnel  has  a test  section  40  ft  long  and  16  ft  square  with  six -percent  porosity 
walls.  The  test  section  sidewalls  can  be  either  converged  or  diverged  1 deg. 

Tunnel  16T  is  a variable  density  tunnel  which  can  be  operated  within  a stagnation 
pressure  range  of  120  psfa  to  a maximum  of  4,000  psfa,  depending  upon  the  Mach 
number.  The  stagnation  temperature  can  be  varied  from  a minimum  of  about  80°F, 
dependent  upon  available  cooling  water  temperature,  to  a maximum  of  160°F. 

The  Tunnel  16T  main  compressor  is  a three-stage,  axial-flow  compressor  with 
variable  stator  blades.  The  compressor  drive  system  consists  of  four  motors  with  a power 
rating  of  216,000  hp.  To  prevent  tunnel  choking  in  the  transonic  range,  test  section  flow 
removal  (auxiliary  flow)  is  accomplished  with  a plenum  evacuation  system  (PES).  The 
PES  consists  of  ten  compressors  which  are  driven  by  motors  with  a total  power  rating  of 
1 79,00  hp.  The  PES  is  also  utilized  for  tunnel  pressure  level  control. 

Various  Mach  numbers  in  Tunnel  16T  are  established  by  regulation  of  pressure  ratio, 
plenum  pressure,  and  the  contour  of  a flexible,  two-dimensional  Laval  nozzle.  Mach 
numbers  below  0.55  are  obtained  by  operating  the  compressor  drive  motors 
subsynchronously.  Test  section  flow  removal  is  utilized  at  Mach  numbers  above  0.75,  and 
supersonic  nozzle  contours  are  utilized  at  M^  > 1.05. 

Two  40-ft-long  test  sections  are  available  for  testing  in  Tunnel  16T.  Test  Section  1 is 
generally  used  for  propulsion  testing.  Test  Section  2,  which  is  equipped  with  a sting 
support  system,  is  primarily  used  for  aerodynamic  testing.  This  calibration  was  conducted 
utilizing  the  propulsion  test  section.  The  general  arrangement  of  the  test  section  and  the 
perforated  wall  geometry  is  shown  in  Fig.  1.  Additional  details  with  regard  to  Tunnel 
16T  and  its  capabilities  are  presented  in  Ref.  4. 

2.2  CALIBRATION  EQUIPMENT 

A 6.5-in.-diam  static  pressure  pipe  was  used  to  obtain  the  centerline  static  pressure 
distribution  from  tunnel  station  -5.8  to  48.2.  Results  from  Ref.  1 indicated  that  this  pipe 
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installation  provides  a satisfactory  measure  of  both  subsonic  and  supersonic  Mach  number 
distributions.  The  calibration  rig,  however,  does  generate  some  disturbances  at  the  high 
supersonic  Mach  numbers. 

The  rear  end  of  the  calibration  pipe  protruded  through  a cone  tip  on  the  16T 
scavenging  scoop  and  was  attached  internally  to  a mechanism  which  provided  a restoring 
moment  to  counteract  the  weight  of  the  pipe.  A total  of  four  cables,  swept  rearward  at 
30  deg  to  the  tunnel  centerline  and  spaced  to  produce  a moment  to  also  aid  in  removing 
pipe  sag,  provided  pipe  support.  The  pipe,  which  encompassed  an  ogive  tip,  was  subject 
to  a tensile  load  through  the  use  of  a cable  which  extended  far  upstream  into  the  tunnel 
nozzle  and  connected  to  a streamlined  forebody  and  cable  support  system. 

The  centerline  pipe  included  a total  of  75  static  orifices.  The  orifices  were  spaced  at 
] -ft  intervals  from  tunnel  station  -5.8  to  0.2,  at  0.5-1't  intervals  from  tunnel  station  0.2  to 
24.2,  at  1-ft  intervals  from  tunnel  station  24.2  to  40.2,  and  2-ft  intervals  from  tunnel 
station  40.2  to  48.2.  A schematic  and  photographs  of  the  pipe  installation  are  shown  in 
Fig.  1. 

Twenty-six  static  pressure  orifices  near  the  test  section  floor  centerline  were  used  to 
obtain  wall  static  pressure  distributions  from  station  1.0  to  32.  The  orifices  were  installed 
in  the  tunnel  perforated  wall  liners;  however,  the  four  perforations  adjacent  to  the 
orifices  were  filled  with  plaster  as  illustrated  in  Fig.  1 . 

The  pipe  orifices  and  wall  pressure  orifices  were  connected  to  differential  pressure 
transducers  which  were  referenced  to  the  tunnel  plenum  chamber  pressure.  The  tunnel 
plenum  chamber  pressure  was  determined  by  measurement  from  a self-balancing  precision 
manometer.  The  tunnel  stagnation  pressure  was  determined  by  averaging  measurements 
from  two  self-balancing  precision  manometers. 

3.0  PROCEDURE 


3.1  CALIBRATION  DISCUSSION 

The  calibration  was  conducted  over  the  Mach  number  range  from  0.2  to  1.6,  and 
data  were  obtained  for  Reynolds  numbers  from  0.4  to  6.4  x 1 06  /ft.  Primary  emphasis 
was  placed  upon  investigation  at  Mach  numbers  from  0.6  to  1.5,  which  is  the  principal 
range  of  interest  for  most  tests  in  Tunnel  16T. 

The  centerline  Mach  number  distributions  were  defined  at  tunnel  stagnation 
pressures  from  400  to  4,000  psfa  (or  near  the  tunnel  maximum)  in  600-psf  increments. 
The  effects  of  pressure  ratio  and  wall  angle  variation  were  defined  at  a stagnation 
pressure  of  1,600  psfa.  This  stagnation  pressure  level  was  chosen  as  a baseline  since  the 
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Ref.  1 calibration  was  conducted  at  1,600  psfa.  The  tunnel  stagnation  temperature  was 
maintained  at  110°F  for  Mach  numbers  of  0.6  and  above  and  at  about  80°F  for  Mach 
numbers  below  0.6. 

Based  on  data  presented  in  Ref.  1 and  results  from  this  test,  a nominal  pressure 
ratio  schedule  was  defined  for  utilization  during  variations  of  test  section  wall  angle  and 
Reynolds  number.  At  subsonic  Mach  numbers  the  pressure  ratio  was  selected  as  that 
associated  with  generally  "flat"  Mach  number  distributions.  At  supersonic  Mach  numbers 
a pressure  ratio  sufficient  to  keep  the  tunnel  shock  wave  system  downstream  of  the 
model  support  strut  was  selected.  The  nominal  pressure  ratio.  X*,  schedule  is  shown  in 
Fig.  2.  To  determine  the  effects  of  pressure  ratio  on  the  distributions,  the  pressure  ratio 
was  also  varied  up  to  25  percent  above  and  below  the  nominal  schedule. 

Test  section  wall  angle  was  varied  from  0.50  to  -1.0  deg.  Positive  wall  angles 
correspond  to  wall  divergence  from  the  tunnel  centerline.  The  Tunnel  16T  optimum  wall 
angle  schedule  and  the  range  of  wall  angles  investigated  during  this  test  are  shown  in  Fig. 
3.  The  optimum  wall  angle  schedule  was  defined  in  Ref.  5 as  that  which  provided  the 
"best"  pressure  distribution  on  long  slender  bodies  of  revolution  with  a test  section 
blockage  of  one  percent.  The  optimum  wall  angle  schedule  is  used  during  AEDC  NAB  tests. 

3.2  DATA  REDUCTION  AND  UNCERTAINTY 

The  distribution  of  local  Mach  number  in  the  test  section  was  obtained  from 
reduction  of  the  centerline  pipe  and  wall  static  pressure  data  to  Mach  number,  assuming 
isentropic  flow  through  the  nozzle.  The  average  Mach  number  and  the  2-a  Mach  number 
deviation  for  two  test  section  regions  were  computed.  These  regions  include  tunnel 
stations  8 to  28,  which  encompass  the  region  in  which  most  AEDC  NAB  models  are 
installed,  and  tunnel  stations  1 to  20,  which  is  the  test  region  used  for  the  Ref.  2 
calibration  and  most  sting-supported  test  models. 

The  statistical  parameter  a,  the  standard  deviation,  is  approximately  a 
root-mean-square  quantity  which  is  a measure  of  the  deviation  of  the  local  Mach  numbers 
from  the  average.  Assuming  a normal  distribution,  95.4  percent  of  the  local  Mach 
numbers  will  fall  within  a distribution  band  of  ±2  a. 

The  calibration  of  Tunnel  16T  is  based  on  the  measured  pressure  differential 
between  the  test  section  and  the  plenum  chamber  at  various  operating  conditions.  As  a 
matter  of  procedure,  a plenum  chamber  Mach  number  equivalent  was  determined  from 
plenum  chamber  and  stagnation  pressure  measurements  using  the  isentropic  relationship. 
A calibration  parameter  is  defined  as  the  difference  between  the  free-stream  and  plenum 
chamber  Mach  numbers.  This  parameter  (M^  - Mc)  is  utilized  to  express  the  tunnel 
calibration  for  various  operating  conditions. 
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A Taylor  series  method  of  error  propagation  was  utilized  to  estimate  the  uncertainty 
in  the  data  which  could  be  attributed  to  instrumentation  errors  and  data  acquisition 
techniques.  For  a confidence  level  of  95.4  percent,  the  maximum  errors  are  as  follows: 


AA 

AG 

AM 

oo 

ARe 

A(M_  - Mc) 


±0.002 
±0.04 
±0.0004 
±0.02  x 10-6 
±0.0019 


3.3  FLOW  QUALITY 

One  of  the  primary  objectives  of  a tunnel  calibration  is  to  ascertain  whether 
adequate  flow  quality  exists  for  acquisition  of  test  data  for  various  locations  of  test 
models  and  various  combinations  of  tunnel  conditions.  Tunnel  flow  quality  encompasses 
several  parameters,  such  as  flow  angularity  and  turbulence  levels,  which  were  not 
investigated  during  this  calibration.  Data  presented  in  Ref.  6 indicate  that  undesirable 
pressure  gradients  do  not  exist  in  Tunnel  16T  for  normal  operating  conditions.  This 
report,  therefore,  will  deal  only  with  the  uniformity  of  the  centerline  Mach  number 
distribution.  A quantitative  evaluation  of  the  uniformity  of  a Mach  number  distribution, 
when  no  pressure  gradients  exist,  for  a particular  test  section  can  be  obtained  by  analysis 
of  the  2-a  Mach  number  deviation. 

The  author  is  unaware  of  any  industry  "standard"  which  exists  for  values  of  the  2-a 
Mach  number  deviations  which  are  indicative  of  good  Mach  number  distributions.  For 
purposes  of  this  report,  2-o  Mach  number  deviations  of  0.005  and  0.01  for  subsonic 
and  supersonic  Mach  numbers,  respectively,  will  be  considered  indicative  of  "good" 
distributions. 

The  2-ct  Mach  number  deviation  can  also  be  utilized  to  evaluate  the  effects  of 
various  test  parameters  on  the  centerline  Mach  number  distributions.  The  minimum  Mach 
number  deviation  for  a particular  test  section  length  and  set  of  tunnel  conditions  is,  of 
course,  indicative  of  the  "best"  distribution.  The  2-o  parameter,  however,  is  very  sensitive 
to  small  changes  in  the  distributions  and  to  moderate  changes  in  local  conditions.  To 
facilitate  judgement  with  regard  to  the  effects  of  various  test  parameters,  a variation  in 
the  2-a  Mach  number  deviation  less  than  10  percent  of  the  nominal  2-a  level  will  be 
considered  insignificant. 
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4.0  RESULTS  AND  DISCUSSION 

4.1  MACH  NUMBER  DISTRIBUTIONS 

4.1.1  General 

Tunnel  16T  centerline  and  wall  Mach  number  distributions  were  obtained  at  a 
variety  of  test  conditions  during  the  calibration.  A complete  and  detailed  presentation  of 
all  the  results  is  considered  unnecessary.  Accordingly,  only  selected  data,  sufficient  to 
indicate  various  data  trends  as  well  as  important  results,  are  presented  herein.  Typical 
centerline  and  wall  Mach  number  distributions  obtained  at  Mach  numbers  from  0.2  to  1 .6 
with  0 = 0 and  X = X*  are  presented  in  Figs.  4,  5,  and  6. 

Effects  of  Mach  number  on  the  2-a  Mach  number  deviations  for  the  centerline  and 
wall  distributions  over  the  two  model  test  regions  are  presented  in  Fig.  7,  along  with 
comparisons  with  previous  calibrations.  The  data  indicate  that,  with  some  exceptions,  the 
deviations  for  the  distributions  over  both  test  regions  are  better  than  required  for  "good" 
Mach  number  distributions.  Exceptions  are  the  centerline  distributions  at  M.>  1.2  for 
tunnel  stations  1 to  20.  The  data  also  indicate  that  the  centerline  and  wall  distributions 
compare  reasonably  well  with  the  results  from  Refs.  1 and  2,  respectively.  The  results  in 
Ref.  2 were  obtained  using  orifices  mounted  in  a 2-ft-wide  solid  plate  in  the  test  section 
floor. 

Comparison  of  the  centerline  and  wall  Mach  number  deviations  presented  in  Fig.  7 
indicates  that,  in  general,  the  centerline  distributions  are  better  at  subsonic  Mach 
numbers,  but  the  wall  distributions  are  better  at  supersonic  Mach  numbers.  According  to 
Ref.  1,  the  centerline  Mach  number  distributions  at  supersonic  Mach  numbers  are 
believed  to  be  affected  by  disturbances  which  emanate  from  the  calibration  rig.  Data 
presented  in  Figs.  5b  and  6b  tend  to  verify  this  possibility.  The  pipe  disturbance, 
however,  primarily  affects  only  the  forward  portion  of  the  distributions.  Consequently, 
the  Mach  number  deviations  for  tunnel  stations  1 to  20  are  more  sensitive  to  the  pipe 
disturbances  than  are  the  deviations  for  tunnel  stations  8 to  28.  For  this  reason  and 
because  the  latter  test  region  is  more  applicable  for  tests  in  the  propulsion  test  section 
(particularly  the  AEDC  NAB  tests),  the  remaining  data  analysis  presented  will  generally 
be  restricted  to  that  for  the  test  region  from  tunnel  stations  8 to  28.  In  addition,  the 
centerline  distributions  will  be  utilized  since  they  are  considered  superior  to  the  wall 
distributions  at  subsonic  Mach  numbers. 

Some  test  data  were  obtained  with  a boundary-layer  rake  installed  on  each  tunnel 
wall  at  tunnel  station  32.  During  the  first  supersonic  Mach  number  runs,  a disturbance 
from  the  rakes  was  observed  at  the  tunnel  centerline.  As  a consequence,  the 
boundary-layer  rakes  were  removed  for  the  remainder  of  the  tests.  Repeat  runs  were 
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made  to  evaluate  the  effects  of  the  rakes  on  the  test  data.  The  effects  of  the  rakes  on  the 
centerline  Mach  number  distributions  are  presented  in  Fig.  8.  These  data  indicate  that  the 
rakes  primarily  affect  the  distributions  downstream  of  tunnel  station  30.  In  addition,  there  is 
essentially  no  effect  at  < 0.8.  Further  analysis  of  these  data  indicated  that  for  M^  < 1.0 
the  effect  of  the  rakes  on  the  2 -a  Mach  number  deviations  and  the  tunnel  calibrated 
Mach  number  was  less  than  ±0.0002.  At  supersonic  Mach  numbers,  the  effect  on  these 
parameters  was  less  than  ±0.0008.  The  data  also  indicated  that  the  rakes  had  a small 
effect  on  the  tunnel  pressure  ratio,  auxiliary  weight  flow,  and  power  requirements.  This 
could  be  expected  since  these  parameters  are  known  to  vary  with  test  section  blockage. 
Since  all  the  remaining  supersonic  data  presented  herein  were  obtained  with  the  rakes 
removed,  the  effect  of  the  rakes  was  restricted  to  data  for  Mach  numbers  between  0.8 
and  1.0.  Since  the  effect  of  the  rakes  at  these  Mach  numbers  was  not  considered 
significant,  no  attempt  was  made  to  distinguish  between  data  with  and  without  the 
boundary-layer  rakes. 

4.1.2  Effects  of  Tunnel  Pressure  Ratio 

Centerline  .Mach  number  distributions  for  various  tunnel  pressure  ratios  at  Mach 
numbers  from  0.8  to  1.5  for  0 - 0 and  Pt  = 1,600  psfa  are  presented  in  Fig.  9.  These 
data  indicate  that  the  effects  of  pressure  ratio  variation  are  primarily  restricted  to  the 
rear  portion  (usually  downstream  of  tunnel  station  32)  of  the  distributions.  Similar  data 
trends  were  obtained  when  the  pressure  ratio  was  varied  at  other  Reynolds  numbers. 
Most  test  models  arc  installed  well  upstream  of  tunnel  station  32. 

The  effects  of  pressure  ratio  variation  on  the  2-a  Mach  number  deviations  for 
stations  8 to  28  are  presented  in  Fig.  10.  The  nominal  pressure  ratios,  X*,  are  also 
illustrated.  The  data  presented  in  Fig.  10  indicate  that,  except  for  the  lower  pressure 
ratios  at  M^  < 0.9,  pressure  ratio  variation  does  not  significantly  affect  the  Mach  number 
deviations.  The  lowest  pressure  ratios  at  M^  = 0.8  and  0.9  are  not  considered  indicative 
of  normal  operating  conditions  in  Tunnel  16T. 

Data  presented  in  Figs.  9 and  10  indicate  that  acceptable  Mach  number  distributions 
can  be  obtained  for  various  pressure  ratios.  The  nominal  pressure  ratios  are  noted  in  Fig. 
10.  The  effect  of  pressure  ratio  variation  on  the  auxiliary  weight  flow  requirements  is 
shown  in  Fig.  11.  These  data  indicate  that  reducing  pressure  ratio  (to  decrease  main  drive 
power)  significantly  increases  the  auxiliary  flow  requirements  (and  therefore  the  auxiliary 
power). 

An  optimum  pressure  ratio  may  be  defined  as  that  associated  with  minimum  total 
power  requirements  and  acceptable  Mach  number  distributions.  Typical  effects  of 
pressure  ratio  variation  on  total  power  consumption  are  illustrated  in  Fig.  12.  The  power 
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factor  is  the  total  power  divided  by  the  tunnel  stagnation  pressure.  These  data  have  been 
corrected  for  the  power  of  standby  compressors  and  for  flow  bypassed  through  the  Mach 
number  control  valve.  The  data  presented  in  Fig.  12  indicate  that  for  subsonic  Mach 
numbers  the  optimum  pressure  ratios  (minimum  power)  coincide  with  the  nominal 
pressure  ratios.  At  supersonic  Mach  numbers,  the  data  indicate  that  minimum  power 
occurs  at  the  lowest  tunnel  pressure  ratio.  These  results  appear  generally  consistent  with 
those  reported  in  Ref.  7. 

As  previously  indicated,  the  normal  model  of  operation  in  Tunnel  16T  is  not  to  utilize 
plenum  suction  at  the  low  subsonic  Mach  numbers.  The  effects  of  using  auxiliary  flow  on 
the  distributions  at  M^  = 0.75  is  illustrated  in  Fig.  13.  These  data  indicate  that  using 
auxiliary  flow  does  not  affect  the  distributions  upstream  of  about  tunnel  station  30.  Other 
data,  not  presented,  indicate  that  the  tunnel  calibration  is  also  not  affected  by  using 
auxiliary  flow  at  M^  = 0.75.  The  total  power  required  to  operate  the  tunnel,  however,  was 
reduced  by  about  six  percent.  These  data  indicate  that  power  consumption  could  possibly 
be  reduced  by  using  auxiliary  flow  at  other  Mach  numbers  below  0.75.  No  data,  however, 
were  obtained  during  this  test  to  evaluate  adequately  the  effects  of  auxiliary  flow  on  the 
Mach  number  distributions  and  the  tunnel  calibration  at  the  lower  Mach  numbers. 

4.1.3  Effects  of  Wall  Angle 

Centerline  Mach  number  distributions  for  various  test  section  wall  angles  at  Mach 
numbers  from  0.6  to  1.5  with  X = X*  and  Pt  = 1,600  psfa  are  presented  in  Fig.  14.  These 
data  indicate  that  for  subsonic  Mach  numbers,  wall  divergence  decelerates  the  flow  in  the 
aft  end  of  the  test  section.  At  supersonic  Mach  numbers,  however,  the  effects  of  wall 
angle  variation  are  not  as  definitive  although  they  are  primarily  restricted  to  the  forward 
portion  of  the  distribution. 

The  effects  of  wall  angle  variation  on  the  2-a  Mach  number  deviations  for  tunnel 
stations  8 to  28  are  presented  in  Fig.  15.  The  test  section  wall  angles  associated  with  the 
optimum  wall  angle  schedule,  0*  (Fig.  3),  are  also  noted.  The  data  presented  in  Fig.  15 
indicate  that  the  effects  of  wall  angle  variation  can  be  significant.  Acceptable  Mach  number 
distributions  were  obtained,  however,  at  almost  all  wall  angles  tested.  At  most  Mach 
numbers,  the  "best"  distributions  were  obtained  near  zero  wall  angle.  This  result  is 
consistent  with  that  obtained  in  Ref.  1 . Similar  data  trends  were  obtained  when  the  wall 
angle  was  varied  at  other  Reynolds  numbers. 

Typical  effects  of  wall  angle  variation  on  the  tunnel  auxiliary  flow  and  total  power 
requirements  are  presented  in  Figs.  16  and  17.  These  data  indicate  that  generally  the 
minimum  auxiliary  flow  and  power  requirements  occur  at  either  0 = 0 or  0.25.  In 
addition,  wall  convergence  significantly  increases  power  requirements  at  all  .Vlach 
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numbers.  The  only  occasions  that  the  tunnel  is  routinely  run  with  converged  wall  angles 
is  when  the  optimum  wall  angle  schedule  is  utilized  at  Mach  numbers  between  1.00  to 
1.25.  Wall  angles  associated  with  the  optimum  wall  angle  schedule  are  noted  in  Figs.  16 
and  17.  The  data  in  Fig.  17  indicate  that  at  M^  = 1.1,  use  of  the  optimum  wall  angle 
rather  than  0 = 0 increases  the  power  requirements  by  about  25  percent. 

The  result  that  the  optimum  wall  angle  schedule  does  not  provide  the  best  Mach 
number  distributions  and  power  utilization  at  all  Mach  numbers  is  a source  of  confusion. 
Some  discussion  of  this  matter,  including  the  Ref.  5 results,  is  presented  in  Ref.  1.  In  view 
of  the  advantages  of  0 = 0,  a test  in  Tunnel  16T  to  re-evaluate  the  optimum  wall  angle 
schedule  (considering  tunnel  Mach  number  distributions,  power  consumption,  and  model 
pressure  distributions)  is  recommended. 

4.1.4  Effects  of  Reynolds  Number 

Centerline  Mach  number  distributions  at  various  unit  Reynolds  numbers  for  Mach 
numbers  from  0.6  to  1.6  with  0 = 0 and  X = X*  are  presented  in  Fig.  18.  These  data 
indicate  that  variation  of  Reynolds  number  has  only  a small  effect  on  the  distributions. 

The  effect  of  Reynolds  number  on  the  2-c  Mach  number  deviations  for  tunnel 
stations  8 to  28  is  presented  in  Fig.  19.  These  data  indicate  that  except  for  Mb=  1.4  and 
1.5,  Reynolds  number  variations  have  an  insignificant  effect  on  the  2-a  Mach  number 
deviations.  By  the  criteria  previously  indicated  (Section  3.3),  the  distributions  for  all 
Mach  numbers  and  Reynolds  numbers  are  deemed  to  be  of  good  quality. 

The  effects  of  Reynolds  number  variation  on  the  tunnel  auxiliary  flow  and  power 
requirements  are  illustrated  in  Figs.  20  and  21.  The  data  presented  in  Fig.  20  indicate 
that  the  auxiliary  flow  requirements  slightly  increase  with  increasing  Reynolds  number. 
The  data  presented  in  Fig.  21  indicate  that  below  Re  = 2.5  x 10'6/ft  the  tunnel  total 
power  factor  increases  significantly  with  decreasing  Reynolds  number.  The  tunnel  main 
drive  power  is  proportional  to  stagnation  pressure;  however,  the  auxiliary  power  is  not. 
This  accounts  for  the  variations  in  power  factor  shown  in  Fig.  21. 

4.2  TUNNEL  CALIBRATION 

4.2.1  General 

The  effect  of  using  either  the  centerline  pipe  or  wall  pressures  to  define  the  tunnel 
calibration  with  6 = 0,  X = X*.  and  Pt  = 1,600  psfa  is  presented  in  Fig.  22  for  the  two 
test  regions  of  interest.  These  data  indicate  that,  with  some  exceptions,  the  calibration 
based  on  wall  pressures  is  consistently  below  that  for  the  pipe  pressures.  The  exceptions 
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are  for  the  data  at  > 1.5  for  tunnel  stations  1 to  20  for  which,  as  previously  indicated, 
the  centerline  data  are  affected  by  disturbances  from  the  calibration  pipe.  For  tunnel 
stations  8 to  28  the  calibrations  from  the  two  sets  of  orifices  agree  within  0.0012.  For 
tunnel  stations  1 to  20  the  agreement  is  within  0.0004  except  for  > 1.5.  Such  agreement 
is  considered  quite  satisfactory.  Consequently,  no  attempt  will  be  made  to  explain  the 
consistent  differences  in  the  results  obtained  with  the  two  sets  of  orifices. 

As  previously  indicated,  the  centerline  pipe  data  are  considered  superior  to  the  wall 
data  and  will  therefore  be  utilized  to  define  the  tunnel  calibration.  Another  factor  which 
influenced  this  decision  is  that  when  the  test  section  wall  angle  was  varied,  the  data  from  the 
wall  orifices  were  affected.  Similar  results  were  obtained  in  Ref.  2 with  orifices  in  the 
perforated  plates. 

The  comparison  between  the  tunnel  calibrations  for  the  two  test  regions  is  more 
explicitly  shown  in  Fig.  23.  These  data  indicate  that  the  calibrations  for  the  two  test  regions 
agree  within  0.0006.  The  results  for  tunnel  stations  1 to  20,  however,  are  consistently  below 
the  results  for  tunnel  stations  8 to  28.  A close  analysis  of  the  Mach  number  distributions 
presented  in  Fig.  9 indicates  the  existence  of  a flow  deceleration,  both  subsonically  and 
supersonically,  in  the  forward  portion  of  the  test  section  near  tunnel  station  2.  Between 
stations  8 to  28,  the  distributions  at  X = X*  are  essentially  flat.  As  a consequence,  in 
the  test  region  from  tunnel  stations  1 to  20  several  "low"  local  Mach  numbers  are  included 
in  the  Mach  number  averaging  that  are  not  within  the  region  between  stations  8 to  28. 
This  is  believed  to  account  for  most  of  the  differences  between  the  calibrations  for  the 
two  test  regions.  As  previously  indicated,  however,  the  test  region  from  tunnel  stations 
8 to  28  will  be  utilized  to  define  the  calibration  for  the  propulsion  test  section. 

Appropriate  comparisons  of  the  current  results  with  the  results  from  Refs.  1 and  2 
are  presented  in  Fig.  24.  For  tunnel  stations  8 to  28,  the  current  calibration  agrees  with 
the  Ref.  1 results  within  0.0008  except  at  = 0.6.  At  = 0.6  the  agreement  is  within 
0.0012.  For  tunnel  stations  1 to  20,  the  current  calibration  agrees  with  the  Ref.  1 results 
within  0.0008  except  at  M^  < 0.7  and  > 1.4.  Comparison  of  the  data  in  Figs.  22 
and  24  indicates  that  the  agreement  of  the  current  calibration  with  the  results  from  Ref. 
2 is  within  ±0.0015  for  both  test  regions.  In  addition,  the  wall  data  do  not  provide  any 
better  agreement  with  Ref.  2.  The  disagreements  between  the  various  sets  of  data  are 
all  within  the  data  uncertainty.  Normally  such  agreement  would  not  warrant  a change 
in  the  tunnel  calibration.  However,  because  of  the  effect  that  such  small  differences  can 
have  on  nozzle  afterbody  test  results,  a closer  evaluation  of  the  effects  of  various  parameters 
on  the  tunnel  calibration  is  desirable. 
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The  consistent  differences  between  the  current  calibration  and  Ref.  1,  although 
small,  were  unexpected  and  not  easily  explained.  The  data  were  obtained  in  the  same  test 
section  with  the  same  centerline  pipe  installation.  The  current  and  Ref.  1 data  shown  in 
Fig.  24  were  obtained  at  the  same  test  conditions  except  for  insignificant  differences  in 
pressure  ratio.  Slightly  higher  tunnel  pressure  ratios  were  required  for  this  test  because  of 
the  installation  of  a new  screen  in  the  wind  tunnel  diffuser.  The  instrumentation  used 
and  the  data  reduction  procedures  for  the  two  tests  were  essentially  the  same.  There  were 
some  differences,  however,  in  the  number  of  instrument  channels  and  the  instrumentation 
setup  and  calibration  procedures. 

During  Tunnel  16T  test  installations,  some  of  the  test  section  perforated  liner  plates 
are  frequently  exchanged.  Although  the  same  test  section  was  used  for  this  test  and  Ref. 
1.  there  could  have  been  a slight  change  in  the  overall  pressure  drop  characteristics  of  the 
liner  plate  installation.  Another  factor  to  consider  is  the  condition  of  the  calibration  pipe. 
The  calibration  pipe  was  fabricated  for  the  Ref.  1 test.  It  was  stored  for  about  14 
months  and  then  cleaned  up  (removal  of  rust)  to  be  used  for  the  current  test.  Data  from 
both  test  programs  have  indicated  that  a slight  orifice  imperfection  can  produce  a 
significant  (10-psfa)  error  in  any  individual  measurement.  It  is  certain  that  some  small 
differences  in  the  pipe  orifices  and  finish  existed  between  the  two  test  programs.  For 
example,  the  disturbance  near  tunnel  station  1.5  for  subsonic  Mach  numbers  (see  Fig. 
9)  did  not  occur  during  the  Ref.  1 test. 

In  summary,  the  differences  between  the  current  and  Ref.  1 calibrations  are  attributed 
to  changes  in  instrumentation  procedures,  liner  plate  characteristics,  and  calibration  pipe 
condition.  Considering  the  nature  of  these  factors,  it  is  impossible  to  determine,  without 
some  reservations,  which  test  provides  the  "best"  calibration  data.  It  is  therefore  concluded 
that  either  set  of  data  could  probably  be  utilized  to  define  the  Tunnel  16T  calibration. 

Analytic  expressions  of  the  Mach  number  calibration  parameter  (M„.  - Mc)  are 
incorporated  into  facility  computer  programs  for  test  operations.  For  the  Ref.  2 
calibration,  which  was  used  for  the  AEDC  NAB  tests,  linear  equations  with  test  section 
wall  angle  as  a variable  were  utilized.  For  the  current  and  Ref.  1 calibrations,  analytic 
expressions  of  the  Mach  number  calibration  parameter  were  determined  using  a 
least-squares,  multiple-regression,  data-fitting  program.  Several  data  fits  were  required  to 
specify  the  tunnel  calibration  at  various  test  conditions. 

4.2.2  Effects  of  Pressure  Ratio 


The  effects  of  tunnel  pressure  ratio  variation  on  the  Tunnel  16T  calibration  with  Q = 
0 and  Pt  = 1,600  psfa  are  presented  in  Fig.  25.  These  data  indicate  that  for  the  normal 
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tunnel  operating  range  (X  > 1.16)  pressure  ratio  variation  has  an  insignificant  effect  on 
the  tunnel  calibration.  As  a consequence,  the  calibration  is  defined  independent  of  the 
tunnel  pressure  ratio. 

4.2.3  Effects  of  Wall  Angle 

The  Tunnel  16T  calibration  at  6 = 0 and  Pt  = 1,600  psfa  for  Mach  numbers  from 
0.2  to  1.6  is  presented  in  Fig.  26.  The  curves  shown  result  from  calculations  using 
polynomial  curve  fits  of  the  respective  data.  The  results  presented  at  < 0.6  were 
extrapolated  from  data  obtained  at  other  pressure  levels. 

The  data  presented  in  Fig.  26  indicate  that  the  Ref.  1 curve  fit  does  not 
satisfactorily  fit  the  current  results,  particularly  at  < 0.8.  As  a consequence,  it  is 
recommended  that  the  current  data  be  utilized  for  the  tunnel  calibration  at  0 = 0 and  Pt 
= 1,600  psfa.  The  coefficients  associated  with  this  curve  fit  are  presented  in  Table  1.  The 
maximum  residual  (the  difference  between  the  actual  and  computed  value)  which  results 
from  the  curve  fit  is  0.0007.  However,  95  percent  of  the  data  have  residuals  within 
0.0004. 

The  effects  of  test  section  wall  angle  variation  on  the  Tunnel  1 6T  calibration  with  X 
= X*  and  Pt  = 1,600  psfa  are  illustrated  in  Fig.  27.  These  data  indicate  that  the 
calibration  is  significantly  affected  by  wall  angle  variation.  Calibration  data  fits  are 
therefore  required  as  a function  of  wall  angle. 

A comparison  with  the  Ref.  1 results  is  also  presented  in  Fig.  27.  The  curves  shown 
in  Fig.  27  depict  the  analytic  surfaces  which  correspond  to  the  results  of  the  data-fitting 
program.  Results  from  the  current  test  agree  with  the  Ref.  1 surface  fits  within  ±0.002 
at  all  test  conditions.  Wall  angles  other  than  zero  and  those  associated  with  the  optimum 
wall  angle  schedule  are  rarely  run  in  Tunnel  16T.  For  1.1  < < 1.4.  and  the  optimum 

wall  angle  schedule,  which  is  depicted  in  Fig.  27,  the  agreement  between  this  test  and 
that  reported  in  Ref.  1 is  within  0.0006.  Such  agreement  is  better  than  that  obtained  at 
6 = 0 and  is  considered  satisfactory.  To  be  consistent,  however,  it  is  also  recommended 
that  the  current  calibration  data  be  utilized  at  0 ^ 0 as  well  as  6 = 0.  The  coefficients 
associated  with  the  current  data  surface  fit  for  various  wall  angles  are  presented  in  Table 
2.  This  surface  fit  results  in  maximum  residuals  for  95  percent  of  the  data  within  0.0008. 
Data  at  = 1.6  and  the  optimum. wall  angle  schedule  (not  shown  in  Fig.  27),  however, 
were  excluded  from  the  data-fitting  process  as  they  did  not  fit  the  current  data  trends  or 
those  trends  exhibited  in  either  Refs.  1 or  2. 
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4.2.4  Effect  of  Reynolds  Number 

Early  calibration  experience  in  Tunnel  16T  indicated  that  Reynolds  number  did  not 
have  a significant  effect  on  the  tunnel  calibration.  As  a consequence  stagnation  pressure 
has  usually  not  been  selected  as  a variable  during  tunnel  calibration.  The  Ref.  2 
calibration  was  conducted  at  1,000  psfa.  The  Ref.  6 calibration  was  conducted  at  a 
constant  Reynolds  number  of  3.0  x 1 06 /ft,  which  corresponded  to  a stagnation  pressure 
variation  from  about  1,500  to  2,000  psf.  The  data  presented  in  Ref.  6 indicated  that  the 
calibrated  Mach  number  was  consistently  above  but  within  0.001  of  that  given  in  Ref.  2 
at  most  test  conditions,  and  such  differences  were  considered  negligible. 

The  effect  of  Reynolds  number  on  the  Tunnel  16T  calibration  at  6 = 0 and  6 = 6* 
are  illustrated  in  Figs.  28  and  29.  These  data  indicate  that  except  for  > 1.4  and  low 
Reynolds  numbers,  the  tunnel  calibrated  Mach  number  increases  slightly  with  increasing 
Reynolds  number.  This  data  trend  is  the  same  as  that  observed  at  Mk  = 0.6  and  0.8  for 
the  Ref.  1 calibration  as  illustrated  in  Fig.  28.  At  low  Reynolds  numbers,  a "bucket" 
and  change  in  curve  slope  was  consistently  obtained.  Based  on  the  results  from  Ref.  1, 
such  a trend  was  not  expected.  The  validity  of  the  current  low  Reynolds  number  data  are 
therefore  subject  to  question.  It  was  considered  particularly  coincidental  that  the 
"bucket"  occurred  consistently  at  Pt  = 1,000  psfa.  Although  pressure  system  lag  time  is  a 
particular  problem  at  the  low  Reynolds  numbers,  no  evidence  has  been  found  to  date  to 
prove  the  low  pressure  data  trends  invalid.  The  data  presented  in  Fig.  29  also  illustrate,  as 
previously  noted,  that  the  data  for  Mtj=  1.6  and  6 = 0*  do  not  follow  the  indicated  data 
trends  with  regard  to  the  magnitude  of  the  calibration  parameter. 

For  most  test  conditions  the  Mach  number  varies  by  less  than  ±0.003  for  variation 
of  Reynolds  number  over  the  available  range.  Such  a variation  is  small  compared  to  data 
uncertainty  and  can  justifiably  be  neglected  for  many  types  of  tunnel  test  programs. 
For  nozzle  afterbody  tests,  however,  such  errors  can  be  significant.  Because  the  trends 
with  Reynolds  numbers  are  consistent  and  repeatable,  a correction  to  the  tunnel 
calibration  for  Reynolds  number  effects  is  possible. 

The  data  presented  in  Figs.  28  and  29  were  utilized  to  correct  nozzle  afterbody  test 
data  for  Reynolds  number  effects  on  the  calibration.  For  the  correction  program,  the 
data  were  divided  into  two  pressure  ranges,  with  the  dividing  point  at  Pt  = 1,000  psfa. 
Third-order  curve  fits  of  the  data  at  P,  < 1,000  psfa  and  second-order  curve  fits  at  P,  > 
1,000  psfa  were  utilized  in  the  correction  program.  Coefficients  for  thse  two  sets  of  curve 
fits  for  specific  Mach  numbers  with  6 = 6*  are  presented  in  Tables  3 and  4.  The 
calibration  parameter  was  expressed  as  a function  of  stagnation  pressure,  rather  than 
Reynolds  number,  because  pressure  is  an  independent  variable. 
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Utilization  of  the  Reynolds  number  correction  program  proved  satisfactory.  Typical 
nozzle  afterbody  data  corrections  are  presented  in  Appendix  A.  The  correction  program 
was  also  applied  to  the  current  set  of  calibration  data  which  had  been  run  using  the  Ref. 
2 calibration.  It  was  suggested  in  Ref.  3 that  a possible  criterion  for  Reynolds  number 
corrections  is  to  maintain  the  average  pressure  coefficient  at  the  wall  as  zero.  Clearly,  this 
occurs  if  the  static  pressure  from  the  tunnel  calibrated  Mach  number  is  equal  to  the 
average  static  pressure  over  the  test  region  of  interest.  This  possible  criterion  was 
investigated  for  the  centerline  pipe  data.  Typical  average  pressure  coefficients  over  the 
test  region  from  tunnel  stations  8 to  28,  before  and  after  application  of  the  Reynolds 
number  correction  program,  are  presented  in  Fig.  30.  These  data  indicate  that  utilization 
of  the  Reynolds  number  corrections  produced  a zero  average  pressure  coefficient.  These 
results  demonstrate  the  validity  of  the  correction  routine.  In  addition,  Cp  = 0 is  possibly 
a satisfactory  criterion  for  data  correction  in  lieu  of  a tunnel  calibration  at  various 
Reynolds  numbers.  Other  effects,  such  as  model  size  and  pressure  gradients,  need  to  be 
evaluated,  however,  before  such  corrections  are  recommended. 

Although  the  Reynolds  number  correction  program  previously  discussed  provided 
good  results,  it  is  not  suitable  for  general  application  in  Tunnel  16T  because  of  its 
limitations  with  regard  to  Mach  number  and  wall  angle.  The  tunnel  calibration  for  Tunnel 
16T  must  be  expressed  for  all  potential  Mach  numbers,  wall  angles,  and  Reynolds 
numbers.  Based  on  information  in  Ref.  1 such  a data  set  can  probably  not  be 
satisfactorily  fit  with  a hypersurface.  Consequently,  more  than  one  set  of  data  fits  and 
coefficients  are  utilized. 

By  selecting  a primary  calibration  pressure  level  of  1,600  psfa,  analytical  expressions 
and  coefficients  presented  in  Tables  1 and  2 can  be  utilized  to  compute  the  tunnel  Mach 
number  at  all  wall  angles  for  Pt  = 1,600  psfa.  The  correction  for  Reynolds  number  can 
then  be  applied  by  accounting  for  the  differences  in  the  calibration  from  Pt  = 1,600  psfa. 

Utilization  of  two  sets  of  coefficients  as  shown  in  Tables  3 and  4 and  use  of  a 
family  of  third-order  curve  fits  for  the  Reynolds  number  corrections  is  not 
computationally  efficient.  Consequently,  the  data  presented  in  Figs.  28  and  29  were  fit 
to  a family  of  linear  curves  which  pass  through  the  calculated  data  (Tables  1 and  2)  at  Pt 
= 1,600  psfa.  Errors  in  Mach  number  of  up  to  0.002  at  Pt  < 1,000  psfa,  but  usually  less 
than  0.0005  at  Pt  > 1,000  psfa,  result  from  this  practice.  Data  at  low  pressures  are  rarely 
obtained  and  considering  data  uncertainty  and  pressure  lag  time  should  probably  never  be 
obtained  in  Tunnel  16T.  As  a consequence,  the  Mach  number  errors  resulting  from  this 
simplification  of  the  data  reduction  program  is  considered  acceptable. 
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Changes  in  the  calibration  parameter  (M^  - Mc)  as  a linear  function  of  stagnation 
pressure  were  used  to  obtain  a family  of  curve  slopes  for  use  in  the  correction  routine. 
Variation  of  the  slopes  (ACM,,,  - Mc)/psf)  as  a function  of  Mach  number  and  wall  angle 
(for  > 1.0)  are  presented  in  Fig.  31.  Although  the  magnitudes  of  the  data  at  M^  = 
1.6  and  9 = 6*  were  suspect,  the  slope  for  these  data  was  utilized  in  Fig.  31. 

The  data  presented  in  Fig.  31  indicate  that  at  supersonic  Mach  numbers  the 
Reynolds  number  effect  changes  with  variation  in  wall  angle.  The  effect  of  wall  angle, 
however,  is  amplified  by  the  sensitivity  of  the  slope  function.  For  example,  for  a slope 
change  of  ±1.0  x 106,/psf  the  effect  on  Mach  number  is  only  ±0.001/1,000  psf.  At 
supersonic  Mach  numbers,  a ±l,000-psf  variation  in  stagnation  pressure  from  1,600  psf 
completely  encompasses  the  normal  tunnel  operating  range.  For  most  test  programs, 
therefore,  the  effect  of  wall  angle  variation  on  the  Reynolds  number  corrections  at 
supersonic  Mach  numbers  may  be  neglected.  To  diminish  the  effect  of  this  approach,  the 
supersonic  Mach  number  slope  data  shown  in  Fig.  31  for  9 = 0 and  0 = 9*  should  be 
averaged. 

Insufficient  data  were  obtained  during  this  test  to  define  the  effect  of  wall  angle  on 
the  Reynolds  number  corrections  at  subsonic  Mach  numbers.  Limited  unreported  data 
were  obtained,  however,  during  the  Ref.  1 calibration  at  various  Reynolds  numbers  and 
wall  angles.  These  data  are  presented  in  Fig.  32.  The  data  shown  illustrate  that  wall  angle 
also  affects  the  Reynolds  number  calibration  at  subsonic  Mach  numbers.  When  linear 
curves  of  the  same  slope  as  that  at  9 = 0 are  fit  through  the  data  at  a pressure  of  1,600 
psfa  for  9 ¥=  0,  a fair  data  fit  is  obtained.  Since  the  worst  discrepancy  is  small  and  occurs 
at  the  lowest  pressure  levels,  the  data  fit  is  considered  satisfactory.  As  a consequence,  to 
simplify  the  data  correction  program,  the  effects  of  wall  angle  on  the  Reynolds  number 
correction  will  be  neglected  at  subsonic  Mach  numbers.  Since  wall  angle  is  rarely  varied 
(from  9 = 0)  at  subsonic  Mach  numbers  this  procedure  is  considered  acceptable. 

To  allow  the  Reynolds  number  correction  routine  to  be  used  for  any  tunnel  test 
condition,  the  slopes  of  the  linear  curves  were  fit  by  various  polynominals.  The 
coefficients  for  various  slope  data  fits  and  the  equations  for  correcting  Mach  number  for 
Reynolds  number  effects  are  presented  in  Tables  5 and  6.  The  fairings  shown  in  Fig.  31 
result  from  computations  using  the  slope  data  fits.  The  best  results  were  obtained  when 
the  range  of  slope  data  to  be  fitted  was  limited  by  Mach  number  and/or  wall  angle.  For 
simplification  of  the  tunnel  conditions  computational  routine,  it  is  recommended  that  the 
slopes  be  determined  using  the  polynomial  which  neglects  (averages)  wall  angle  and 
covers  the  entire  Mach  number  range  (Table  6). 
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5.0  CONCLUSIONS 

Based  on  the  results  form  this  test  to  define  the  effects  of  Reynolds  number  variation 
on  the  Tunnel  16T  test  section  Mach  number  distributions  and  calibration,  the  following 
conclusions  are  made : 

1.  For  the  test  region  from  tunnel  stations  8 to  28,  centerline  Mach  number 
distributions  of  good  quality  are  obtained  for  Mach  numbers  from  0.2  to  1 .6 
for  both  zero  and  optimum  wall  angles. 

2.  Variation  of  tunnel  pressure  ratio  over  a normal  operating  range  has  an 
insignificant  effect  on  both  the  Mach  number  distributions  and  the  tunnel 
calibration. 

3.  Variation  of  tunnel  pressure  ratio  can  have  a significant  effect  on  tunnel 
total  power  requirements.  Generally,  the  minimum  power  requirements 
correspond  to  the  minimum  pressure  ratio  which  provides  "flat"  Mach 
number  distributions  to  tunnel  station  40. 

4.  Variation  of  test  section  wall  angle  can  have  a significant  effect  on  both 
the  Mach  number  distributions  and  the  tunnel  calibration. 

5.  Variation  of  test  section  wall  angle  can  have  a significant  effect  on  the 
tunnel  total  power  requirements.  Generally,  the  minimum  power 
requirememts  were  obtained  at  wall  angles  of  either  zero  or  0.25  deg. 

6.  Variation  of  Reynolds  number  has  a negligible  effect  on  the  Mach  number 
distributions  for  Mach  numbers  less  than  1.4. 

7.  Variation  of  Reynolds  number  has  a small  but  definable  effect  dn  the 
Tunnel  16T  calibration.  The  effect  should  not  be  neglected  during  tests  for 
which  very  small  errors  in  static  pressure  may  be  significant. 

8.  For  most  test  conditions,  the  current  tunnel  calibration  parameter  agrees 
with  the  Ref.  1 results  within  0.0008  and  with  the  Ref.  2 results  within 
±0.0015.  Although  such  agreement  is  generally  considered  good,  some 
changes  in  the  tunnel  calibration  are  desirable. 

9.  For  completeness,  the  Tunnel  16T  calibration  must  be  defined  as  a 
function  of  test  section  wall  angle,  Reynolds  number,  and  Mach  number. 
Analytical  expressions  which  adequately  represent  the  tunnel  calibration  at 
various  test  conditions  were  developed. 
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10.  The  optimum  wall  angle  schedule,  which  was  selected  based  on  typical 
model  pressure  distributions,  does  not  provide  the  best  centerline  Mach 
number  distributions  and  power  utilization  at  all  Mach  numbers.  A test  to 
re-evaluate  the  optimum  wall  angle  schedule  is  recommended. 
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a.  Schematic  of  test  installation 
Figure  1.  Tunnel  16T  centerline  pipe  installation. 
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b.  Pipe,  main  supporting  cables,  and  rear  mount 
Figure  1.  Continued. 


c.  Pipe  and  forward  cable  system 
Figure  1.  Concluded. 


Test  Section  Wall  Angle,  0,  deg 
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Figure  3.  Variation  of  test  section  wall  angle. 
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Figure  4.  Tunnel  16T  centerline  Mach  number  distributions  at  = 0.2 
to  0.5  with  X = X*,  0 = 0,  and  Pt  = 1,200  psfa. 


• 

• 

. 

• 

• 

I 

Sym  M„ 

V 0.19 

A 0.30 

r\  n.sn 

• 

• 

• 

• 

■ 

• 

• 

• 

9 

2 ' 

FL  . 

• 

• 

• 

♦ 

— 

* 

■ 

| 

■ 

• 

• 

ISSEH.* 

?sr>2sgi 

• 

* 

4 

• 

IvltSu 

rnZvOO- 

>G>CXIH 

• 

. 

'ID 

... 

1 

- 

• 

« 

m 

WWWV 

twwtwv 

■ 

• 

• 

m 

HI 

* 

- 

t 

m 

- 

i 

• 

f* — V'H 

* 

• 

• 

■ 

■ 

■ 

■ 

■ 

■ 

* 

• 

« 

• 

• 

< 

AEDC-TR-77-121 


Local  Mach  Number 
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a.  M„  = 0.6  to  1.0 

Figure  5.  Tunnel  16T  centerline  Mach  number  distributions  with 
X = X*.  0 = 0,  and  Pt  ss  1,600  psfa. 


AEDC-TR-77-121 


Local  Mach  Number 


1.10 

1.00 

3000 

>c>t» 

0.90 

-w  vv 

<KJ«I 

0.80 

-AAA a 

0.70 

-oooo 

0.60 

0.50 

- 

0.40 

0.30 

1 

<x<xxxxxx>c<xxxx> 


>[>C>>[>C>C>>[>C>[>C>I>>t> 


«K1  <1<<KJ<3<3<W<K1<1<I 

AAAAAAAAAAAAAAA 

oooo  oo  OOOOOOO  00 
mCDD  □□□□□□□□□□ 


o 

> 

V 

< 

A 

o 

□ 


O O o O o 

> [>  > > t> 

V V V v V 

<3  < < < <\ 

A A a A A 

o o o o o 

□ □ □ □ □ 


0 4 8 12  16  20  24  28  32 

Tunnel  Station,  ft 


0.999 

0.950 

0.900 

0.850 

0.801 

0.701 

0.601 


36  40 


a.  = 0.6  to  1 .0 

Figure  6.  Tunnel  16T  wall  Mach  number  distributions  with 
X = X*.  0=0,  and  Pt  = 1,600  psfa. 
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Figure  7.  Effect  of  Mach  number  on  the  Mach  number  deviations  with 
\ = \*,8  = 0,  and  Pt  ~ 1,600  psfa. 
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b.  Tunnel  Stations  1 to  20 
Figure  7.  Concluded. 
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Figure  8.  Effect  of  boundary-layer  rakes  on  centerline  Mach  number 
distributions  with  6 = 0,  X = X*,  and  Pt  = 1 .600  psfa. 
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Figure  8.  Continued. 
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Figure  9.  Continued. 
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Figure  10.  Effect  of  tunnel  pressure  ratio  variation  on  the  2 a Mach 
number  deviations  for  Tunnel  Stations  8 to  28  with  0 = 0 
and  Pt  = 1,600  psfa. 
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Figure  13.  Effect  of  auxiliary  flow  utilization  at  M„  = 0.75, 
e = 0 and  P,  = 1,600  psfa. 
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Figure  14.  Tunnel  16T  centerline  Mach  number  distributions  for  various 
test  section  wall  angles  with  X = X*  and  Pt  = 1 ,600  psfa. 
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Figure  15.  Concluded. 
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Figure  18.  Tunnel  16T  centerline  Mach  number  distributions  for  various 
Reynolds  numbers  with  0 = 0 and  X = X*. 
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Figure  19.  Effect  of  Reynolds  number  variation  on  the  2 -a  Mach 
number  deviations  for  Tunnel  Stations  8 to  28  at 
X = X*  and  6=0. 
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Figure  19.  Concluded. 
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Figure  20.  Effect  of  Reynolds  number  variations  on  the  auxiliary 
flow  requirements  with  0 = 0 and  X = X*. 
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Figure  22.  Effect  of  orifice  selection  on  the  Tunnel  16T  Mach 
number  calibration  with  X = X*,  6 = 0,  and 
Pt  = 1.600  psfa. 
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Figure  24.  Comparison  of  Tunnel  16T  calibration  with  X = X* 
6=0,  and  Pt  = 1 .600  psfa  to  previous  results. 
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b.  Tunnel  Stations  1 to  20 
Figure  24.  Concluded. 


Figure  25.  Effect  of  pressure  ratio  variation  on  the  Tunnel  16T 
calibration  with  6 = 0 and  Pt  = 1,600  psfa. 
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Figure  28.  Tunnel  16T  Mach  number  calibration  for  various 
Reynolds  numbers  with  X = X*  and  0=0. 
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Figure  30.  Concluded. 
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jure  32.  Effect  of  wall  angle  on  the  Tunnel  16T  Reynolds  number 
calibration  at  subsonic  Mach  numbers. 
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Figure  32.  Concluded 


AEDC-TR-77-1  21 


A E DC -TR -77-1  21 


Table  1.  Coefficients  of  the  Tunnel  16T  Calibration  Curve  Fit 
for  0 = 0 and  Pt  = 1,600  psfa 


_i 

0 

1 

2 

3 

4 

5 

Maximum 

Residual 

Maximum 
Residual 
for  95%  Data 


0.2  < M <1.6 

CO  

A. 

l 

-2.0805-03 

5.1296-02 

-9.3145-02 

9.0721-02 

-3.8655-02 

5.5289-03 

0.0007 


0.0004 


Where  the  curve  is  of  the  form 


M 

00 


i=max 
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i=0 


A.  M1 
1 c 


89 


AEDC-TH-77:121 


Table  2.  Coefficients  of  the  Tunnel  16T  Calibration  Surface  Fit 
for  Variable  Test  Section  Wall  Angle 


1 
0 
1 
0 

2 
1 
0 

3 
2 
1 
0 

4 
3 
2 
1 
0 


i 

o 

0 

1 
0 
1 

2 
0 
1 
2 
3 
0 
1 
2 

3 
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Maximum 

Residual 


Maximum  Residual 
for  95%  Data 


Where  the  surface  is  of  the  form 


M - M = V 
00  c “ 

i,3=0 


0.2  < M < 1.6 
00  


-8.1598-04 
4.0772-02 
9.8913-03 
-6. 1531-02 
-5.9310-03 
9.4553-04 
4.8397-02 
-1.3261-02 
2.0631-02 
-1.9259-02 
-1.3308-02 
1 .1500-02 
-2.6858-02 
3.3528-02 
7.3451-03 

0.0011 

0.0008 


A . ,M10 
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Table  3.  Coefficients  of  the  Tunnel  16T  Calibration  for  Specific 

Mach  Numbers  at  Various  Reynolds  Numbers  with  6 - d* 


and  Pt  > 1,000  psfa 

M A 

oo  o 

A1 

A2 

0.55 

8.7460-03 

5.0951-07 

7.8679-11 

0.60 

9.2460-03 

5.0951-07 

7.8679-11 

0.70 

1.0891-02 

-5.9953-07 

4.0951-10 

0.80 

1.1013-02 

4.4467-08 

2.2746-10 

0.85 

1.1469-02 

-1.0949-07 

2.5992-10 

0.90 

1.2732-02 

-7.3111-07 

3.5683-10 

0.95 

1.3678-02 

-1.3392-06 

5.4923-10 

1.10 

-3.4748-03 

6.6287-06 

-1.4913-09 

1.20 

1.5141-02 

-2.0910-06 

7.2069-10 

1.40 

2.3794-02 

-5.5939-06 

1.3398-09 

1.50 

2.4811-02 

-4.5656-06 

5.7399-10 

1.60 

2.4107-02 

-3.9998-06 

0 

Where  the  curve  is  of  the  form 


M - M 
00  c 


'\  + Vpt>  +a2(V2 


91 


A EDC-TR-77-1  21 


Table  4.  Coefficients  of  the  Tunnel  16T  Calibration  for  Specific 

Mach  Numbers  at  Various  Reynolds  Numbers  with  0 = 6* 
and  Pt  < 1,000  psfa 


M 

OO 

B 

o 

B1 

0.55 

1.1010-02 

-1.4999-06 

0.60 

1.1584-02 

-1.6897-06 

0.70 

1.1945-02 

-1.3858-06 

0.80 

1.3591-02 

-2.3189-06 

0.85 

1.3361-02 

-1.5984-06 

0.90 

1.3799-02 

-1.4797-06 

0.95 

1 . 5064-02 

-2.3730-06 

1.10 

-4.3726-03 

6.0099-06 

1.20 

1 .3319-02 

4.6779-07 

1 .40 

2.2432-02 

-2.8903-06 

1.50 

2.6332-02 

-5.5066-06 

1.60 

2.4107-02 

-3.9998-06 

Where  the  curve  is  of  the  form 


M - M = B + Bi  (P  J 
“ c o 1 v t 
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Table  5.  Coefficients  of  the  Slopes  for  the  Tunnel  16T  Reynolds 
Number  Corrections  with  0=0 


0.2  < M < 1.6 
00  

M <1.0 

oo  

M >1.0 

00 

i 

A. 

l 

A. 

l 

A. 

l 

0 

3.4800-07 

-2.4990-06 

2.1456-04 

1 

-1.2728-05 

2.1238-05 

-7.5143-04 

2 

5.7660-05 

-8.8056-05 

1.0222-03 

3 

-8.5927-05 

1.9601-04 

-6.  6843-04 

4 

5.3462-05 

-1.9624-04 

2.0810-04 

5 

-1.2117.05 

7.0117-05 

-2.4410-05 

Maximum 

0.17-06 

0.05-06 

0.06-06 

Residual 


When  the  curve  is  of  the  form 

i=5 


A (M  - M ) 

a>  c 
psf 


V A.  [m  l1 

i=0  L <V1600)  J 


and  the  corrected  Mach  number  from  = 1,600  psf a is 


A(M  - M ) 

M.-M„(Pt,1>600)^-  -“■sf  -C-  (Pt-  1.600) 
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Table  6.  Coefficients  of  the  Slopes  for  the  Tunnel  16T  Reynolds 
Number  Corrections  for  Variable  Test  Section  Wail  Angle 


0. 

,2  < M < 1.6 
00  

M >1.05 

CO  — 

M >1.05 
00  

i 

A.* 

1 

A.* 

i 

B ** 
l 

0 

-1.1303-06 

-1.0694-03 

1.9263-07 

1 

9.2080-07 

4.3281-03 

4.8322-07 

2 

1.5197-05 

-6.8906-03 

9.2006-06 

3 

-2.8526-05 

5.4168-03 

-4.7083-05 

4 

1.8995-05 

-2.1071-03 

-1.3345-04 

5 

-4.6210-06 

3.2466-04 

-7.9457-05 

Maximum 

Residual 

0.32-06 

0.05-06 

0. 13-06 

A (M  - 
* ' 00 

M ) i=5 

c - V A 

Tm 

[_  “(Pt=1,600)_ 

i 

psf 

2_,  A 
i=0 

** 


A(M  - M ) 

00  c 


psf 


i=5 


L B (0)1 
i=0 
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APPENDIX  A 

TYPICAL  DATA  CORRECTIONS 

The  primary  test  pressure  for  the  Ref.  1 calibration  was  1,600  psfa;  however,  some 
data  were  obtained  at  800  and  3,200  psf.  The  effect  of  Reynolds  number  variation  on 
the  tunnel  calibration  at  = 0.6  and  0.8  for  6 = 0 is  illustrated  in  Fig.  A-l.  The  data 
indicate  that  the  free-stream  Mach  number  increases  slightly  with  increasing  Reynolds 
number.  With  the  exception  of  data  at  Re  >4.5  x 106/ft  for  Mao=  0.6,  the  Ref.  1 Reynolds 
number  calibration  data  agree  with  Ref.  2 within  ±0.002.  Such  agreement  was  considered 
satisfactory  especially  since  such  an  increment  is  about  the  same  order  of  magnitude  as  the 
Tunnel  16T  Mach  number  uncertainty. 

Considering  the  small  effects  of  Reynolds  number  and  in  lieu  of  a complete 
calibration  with  Reynolds  number,  the  Ref.  2 calibration  was  used  to  conduct  the  AEDC 
NAB  test  program.  Following  the  conduct  of  the  AEDC  tests,  data  analysis  revealed  that 
some  trends  in  model  afterbody  drag  with  Reynolds  number  could  be  attributed  to  the 
tunnel  calibration.  The  errors  in  stream  parameters  (M^,  P^,  and  Q.J  attributed  to  use  of 
the  Ref.  2 calibration,  neglecting  the  effects  of  Reynolds  number,  are  presented  in  Fig. 
A-2.  These  data  indicate  errors  less  than  0.4,  0.2,  and  0.6  percent  for  M^  P^,  and  Q^, 
respectively.  For  many  test  programs  in  the  AEDC-PWT  wind  tunnels  such  errors,  which 
are  the  same  order  of  magnitude  as  instrumentation  uncertainty  errors,  are  not 
significant.  For  testing  of  models  which  have  a substantial  base  area,  such  as  those  used 
for  the  AEDC  NAB  test  programs,  the  error  in  static  pressure  can  induce  significant  error 
in  model  drag.  For  example,  for  the  AGARD  NAB  test,  the  error  in  afterbody  drag  at 
= 0.6  and  Re  = 5.0  x 106  was  found  to  be  about  70  drag  counts  (based  on  model  maximum 
cross-sectional  area). 

The  results  of  the  Tunnel  16T  Reynolds  number  calibration  were  utilized  to  correct 
the  AEDC  NAB  test  data.  In  spite  of  the  small  errors  associated  with  neglecting  Reynolds 
number  effects,  the  fact  that  the  data  trends  were  definable  allows  Reynolds  number 
effects  to  be  considered.  Typical  effects  of  these  corrections  upon  nozzle  afterbody 
integrated  pressure  drag  are  presented  in  Fig.  A-3.  The  data  indicate  that  the  corrections 
are  significant  at  = 0.6,  marginally  significant  at  = 0.8,  but  insignificant  at  M^  > 
0.9.  It  is  interesting  to  note  that  the  largest  data  correction  occurred  at  = 0.6  which 
had  been  the  Mach  number  for  which  NAB  data  were  analyzed  to  justify  the  need  for 
the  Reynolds  number  calibration. 


95 


AEDC-TR-77-1  21 


0 1.0  2.0  3.0  4.0  5.0  6.1 

Reynolds  Number,  Re,  x 10~®/ft 

Figure  A-1.  Effects  of  Reynolds  number  on  the  Tunnel  16T 
calibration  at  M = 0.6  and  0.8  for  6 = 0. 
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Figure  A-2.  Effects  of  Reynolds  number  upon  the  Tunnel  16T 
flow  parameters. 
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Figure  A-3.  Typical  data  corrections  for  AGARD  NAB  integrated 
pressure  drag. 
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Figure  A-3.  Concluded. 
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NOMENCLATURE 

Cdp  NAB  integrated  pressure  drag 

Cp  Average  of  local  pressure  coefficients  from  tunnel  stations  8 to  28 

Et  Tunnel  total  power  factor,  (total  power)/Pt 

Mc  Equivalent  plenum  Mach  number 

M^  Free-stream  Mach  number,  determined  from  the  average  of  local  Mach  numbers 

from  tunnel  stations  8 to  28 

P Local  static  pressure,  psfa 

Pt  Tunnel  stagnation  pressure,  psfa 

Free-stream  static  pressure,  psfa 

Q*  Free-stream  dynamic  pressure,  psfa 

Re  Unit  Reynolds  number,  1/ft 

B Test  section  wall  angle,  deg  (positive  when  walls  are  diverged) 

B*  Optimum  wall  angle,  deg  (Fig.  3) 

X Tunnel  pressure  ratio,  ratio  of  Pt  to  the  compressor  inlet  pressure 

X*  Nominal  tunnel  pressure  ratio  (Fig.  2) 

a Standard  deviation  (conventional  statistical  parameter) 

w Auxiliary  weight  flow  ratio;  auxiliary  flow  requirements  divided  by  tunnel 

weight  flow 
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